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A Protocol for Improved Measurement of Arterial Flow 
Rate in Preclinical Ultrasound
In the last 15 years there has been mounting 
interest in the use of dedicated imaging systems 
(also called micro-imaging systems) for preclini-
cal research. There are now available commercial 
preclinical imaging systems for ultrasound, MRI, 
CT, PET and fluorescence optical imaging [3]. MRI 
and ultrasound systems both have the capability 
of measuring flow rate in arteries noninvasively. 
VisualSonics (FUJIFILM VisualSonics, Toronto, 
ON, Canada) has produced a series of commercial 
ultrasound systems specifically designed for pre-
clinical imaging with the first system launched in 
2000 [4, 5]. In ultrasound flow rate is estimated 
from the product of the measured mean velocity 
and cross-sectional area [6]. The accuracy of the 
measured flow rate is then determined by errors 
in the measurement of the mean velocity and 
area. The main work regarding the understand-
ing of errors has been undertaken with respect to 
Purpose
▼
This paper relates to the measurement of flow 
rate in arteries in mice and rats. Flow rate in 
arteries is defined as the volume of blood passing 
the point of measurement per time unit, usually 
quoted in units of ml.min − 1 or ml.s − 1. Flow rate is 
a fundamental quantity which provides informa-
tion related to the perfusion of downstream 
organs. Invasive methods have long been used to 
measure flow rate. This involves surgical expo-
sure of the relevant artery and use of a probe 
hooked around the artery to measure flow rate. 
2 main probes have been most commonly used to 
measure flow rate in this way: the electromag-
netic flow (EMF) probe and the transit-time 
probe. The transit-time method has attained the 
status of a gold standard in preclinical flow meas-
urement [1, 2].
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Abstract
▼
Purpose: To describe a protocol for the meas-
urement of blood flow rate in small animals and 
to compare flow rate measurements against 
measurements made using a transit time flow-
meter.
Materials and Methods: Measurements were 
made in rat and mice using a Visualsonics Vevo 
770 scanner. The flow rate in carotid and femo-
ral arteries was calculated from the time-aver-
age maximum velocity and vessel diameter. A 
correction factor was applied to correct for the 
overestimation of velocity arising from geomet-
ric spectral broadening. Invasive flow rate meas-
urements were made using a Transonics system.
Results: Measurements were achieved in 
rat carotid and femoral arteries and in mouse 
carotid arteries. Image quality in the mouse 
femoral artery was too poor to obtain diameter 
measurements. The applied correction factor 
in practice was 0.71–0.77. The diameter varied 
by 6–18 % during the cardiac cycle. There was 
no overall difference in the flow rate measured 
using ultrasound and using transit-time flowme-
ters. The flow rates were comparable with those 
previously reported in the literature. There was 
wide variation in flow rates in the same artery in 
individual animals. Transit-time measurements 
were associated with changes of a factor of 10 
during the typical 40 min measurement period, 
associated with probe movement, vessel spasm, 
vessel kinking and other effects.
Conclusion: A protocol for the measurement of 
flow rate in arteries in small animals has been 
described and successfully used in rat carotid and 
femoral arteries and in mouse carotid arteries. 
The availability of a noninvasive procedure for 
flow rate measurement avoids the problems with 
changes in flow associated with an invasive pro-
cedure.
License terms 
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flow measured using clinical ultrasound systems [6, 7]. Much of 
this understanding is translatable to preclinical ultrasound.
For the estimation of mean velocity, most of the literature uses 
the mean Doppler frequency. Under conditions of uniform 
insonation, where the entire cross-section of the vessel is within 
the sample volume, the mean Doppler frequency is an unbiased 
estimator of the mean velocity. However, requirements for high 
resolution mean that in practice this condition is rarely met. In 
practice the Doppler beam width in the elevation plane is typi-
cally much smaller than the vessel diameter. If the low velocities 
near the vessel wall are not insonated, there is overestimation of 
mean velocity [8]. The mean Doppler frequency is also highly 
sensitive to the location of the sample volume. Typically the 
operator will place the sample volume centrally in the vessel and 
try to align the axis of the vessel with the axis of the transducer. 
However, small displacements of the sample volume from the 
vessel center will result in changes to the mean Doppler fre-
quency. For these reasons the measurement of mean Doppler 
frequency is not recommended and will not be considered fur-
ther in this paper.
The mean velocity may also be estimated from the maximum 
Doppler frequency. Under conditions of fully developed flow, the 
time-averaged maximum velocity is twice the time-averaged 
mean velocity. This is true for steady (parabolic) flow, for quasi-
steady flow [8], and for pulsatile flow with reverse flow [9]. The 
measurement procedure then consists of measuring the time-
averaged maximum Doppler frequency shift and dividing this 
value by 2. The maximum Doppler frequency shift is resistant to 
small movements of the sample volume, provided that the max-
imum Doppler frequency remains located at any point in the 
sample volume.
It has long been known that clinical ultrasound systems overes-
timate maximum velocity [10–13]. This is due to a phenomenon 
known as geometric spectral broadening [14]. The Doppler 
beam is generated from part of the linear array, which may be 
referred to as the ‘Doppler aperture’. Essentially, clinical ultra-
sound systems assume that the width of the Doppler aperture is 
zero. The finite width of the aperture gives rise to an overestima-
tion which is large, typically 0–60 % for beam-target angles as 
used in clinical practice, increasing to over 100 % with a beam-
target angle > 80 °. Studies which have investigated this phenom-
enon have found good agreement between theory and 
experiment. Recently it has been shown that similar errors are 
present for maximum velocity measured using a preclinical sys-
tem both for single element transducers [15] and array trans-
ducers [16]. The study by Kenwright et al. [16] demonstrated 
that a correction procedure could be used to reduce an angle-
dependent error of up to 172 % to  < 25 % for all angles.
The aim of the current paper is to report a protocol for the meas-
urement of flow rate in mice and rats, and to compare flow rates 
measured using this protocol with those measured using a tran-
sit-time flow probe.
Materials and Methods
▼
Animal preparation
The rats were male Sprague Dawley aged 12 weeks and the mice 
were male C57 Black 6 aged 10 weeks. Animals were anesthe-
tized using isoflurane (2 %), then placed in a supine position and 
the hair was removed from the skin overlying the carotid and 
femoral arteries using clippers and depilatory cream before 
measurements commenced. The animals’ temperature was con-
trolled using a heating pad. The animals were ventilated with 
100 % oxygen and isoflurane anesthesia. All animal experiments 
were approved by the University of Edinburgh preclinical ethical 
committee and by the UK Home Office.
Ultrasound scanner
Ultrasound scanning was performed using a Vevo 770 preclini-
cal ultrasound scanner (FUJIFILM VisualSonics, Toronto, ON, 
Canada). This has a range of single-element high-frequency 
transducers with different frequencies and focal depths. In prac-
tice the RMV707B transducer (focal length: 12.7 mm, frequency: 
30 MHz) and the RMV704 transducer (focal length: 6 mm, fre-
quency) were used. The selected transducer was mounted on 
the Visualsonics integrated rail system incorporating a micro-
manipulator for precision adjustment of the probe position and 
orientation. Ultrasound was performed by one operator. Data 
were successfully acquired in the rat carotid and femoral and the 
mouse carotid. Attempts were made to image the mouse femo-
ral but without success.
For diameter measurements the transducer was positioned to 
examine the artery in the cross-sectional plane and the trans-
ducer was orientated so that, as far as possible, the imaging 
plane was orthogonal to the vessel. The M-mode display was 
enabled so that diameter variation through the cardiac cycle 
could be seen. The image was frozen and on-board software was 
used to track the upper and lower wall trace to provide mini-
mum and maximum diameter values ( ●▶	 Fig. 1). The operator 
marked the beginning and end of the cardiac cycles to be 
included. Respiration was identified from the M-mode trace and 
avoided where possible. Typically 5–8 cardiac cycles could be 
obtained. The systolic diameter (ds) and diastolic diameter (dd) 
of each waveform were obtained. These were later averaged to 
produce a single value of dd and ds (see below).
For Doppler measurements the vessel was imaged in the longi-
tudinal plane. Spectral Doppler was enabled and the sample vol-
ume placed centrally in the vessel to obtain spectral Doppler 
waveforms. The transducer angle and orientation were adjusted 
as necessary to obtain an angle less than 70 °. The angle cursor 
was aligned parallel to the vessel wall. Doppler gain was adjusted 
until a few pixels were at maximum whiteness. This procedure 
was adopted to minimize errors arising from incorrect machine 
settings and probe placement to the greatest extent possible. 
This is discussed further in the Discussion section. The image 
was frozen and on-board software was used to trace the maxi-
mum Doppler frequency shift ( ●▶	 Fig. 2). The operator marked 
the beginning and end of the cardiac cycles to be included. Res-
piration was identified from the Doppler trace as a reduction in 
the peak velocity and was avoided where possible. It is noted 
that maximum velocity may reduce due to other causes such as 
probe misalignment and natural variations in velocity so it was 
not always possible to identify definite periods of respiration. 
Typically 5–8 cardiac cycles could be obtained. The time-aver-
aged maximum velocity Vmeas over all of the cardiac cycles was 
estimated by the on-board software.
The scanning time per animal was 20–30 min involving optimi-
zation of the transducer position and alignment, adjustment of 
machine settings and trial recordings. The final measurements 
were based on at least 5–10 cardiac cycles of data.
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Transonics	flowmeter
Invasive flow measurements were taken using a transit-time 
flowmeter (TS410, Transonic Systems Inc., NY, USA). The meas-
urement principle is that the speed of propagation of ultrasound 
between 2 fixed points is proportional to the flow rate. The 
probe contains an ultrasound emitter, a reflector and a receiver. 
The time of flight (transit time) between emitter and receiver is 
measured and the unit converts this to a flow measurement 
[17].
A skin incision was made at the site of the required artery and 
the artery was exposed by blunt dissection. The wound was irri-
gated using lignocaine to prevent the tissue from drying out and 
also to prevent vasospasm from occurring in response to manip-
ulation of the artery. The flow was measured using probes which 
wrapped around the artery. A range of probes was available and 
the probe was chosen to suit the artery being scanned. In prac-
tice the MA1PRB (Transonic Systems Inc.) probe was used to 
scan the rat carotid and the MA0.7PSB (Transonic Systems Inc.) 
for the rat femoral and mouse carotid. Transonics flow measure-
ments were performed by one operator. The probe was posi-
tioned around the exposed artery and gaps between the artery 
and probe were filled with Surgilube (E. Fougera & Co. NY, USA), 
which has the same acoustic properties as blood ensuring that 
there was good fluid coupling to enable passage of ultrasound. 
The probe was carefully positioned with attempts to avoid kink-
ing or trauma of the artery or surrounding tissues. There was 
variation in the measured flow associated with initial placement 
of the probe and probe movement. Stable traces were obtained 
after initial placement and flow only was measured during these 
stable portions. The probe was hand-held throughout the proce-
dure with avoidance of movement during the recording phase.
Scanning protocol
For each artery measurements of blood flow were obtained 
using ultrasound and using the transit-time probe. Initially it 
was envisaged that simultaneous measurements of flow taken 
using the 2 methods would be the optimum protocol. However, 
in practice this was challenging as placement of the transit-time 
a
b
Fig. 1 a B-mode image of a rat carotid artery 
in cross section. b M-mode image showing 
automated measurement of diameter using the 
on-board software on the Visualsonics system.
a
b
Fig. 2 a B-mode image of a rat carotid artery 
shown longitudinally. b Doppler spectral trace 
showing automated maximum velocity estimation 
using the on-board software on the Visualsonics 
system.
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probe caused fluctuations in flow which took some time to set-
tle down. Therefore, the use of non-simultaneous measure-
ments was also investigated. The following series of 
measurements was undertaken:
Series 1 (rat-simultaneous). The carotid and femoral were 
exposed. Measurements of flow were taken using ultrasound on 
the carotid artery. The transit-time probe was positioned and 
measurements of the flow in the carotid artery were taken. 
Measurements of flow were taken using ultrasound in the femo-
ral artery. The transit time probe was positioned and measure-
ments of the flow in the femoral artery were taken. This was 
undertaken on 5 rats. The total procedure time was 40–50 min 
for each animal.
Series 2 (rat-consecutive). Measurements of blood flow were 
taken on the carotid and femoral arteries using ultrasound. The 
carotid and femoral were exposed and measurements of flow 
were taken using the transit-time probe. This was undertaken 
on 7 rats. The total procedure time was 90 min for each animal.
Series 3 (mouse-consecutive). Measurements of blood flow 
were taken on the carotid arteries using ultrasound. The carotid 
was exposed and measurements of flow were taken using the 
transit-time probe. This was undertaken on 6 mice. The total 
procedure time was 90 min for each animal.
Correction of velocity measurements
It was noted above that the maximum velocity measured using 
ultrasound is overestimated as a result of geometric spectral 
broadening. The equation for overestimation is shown below 
(Hoskins 2011):
V V DLmax tan 








1
2

 
(1)
where Vmax is the maximum velocity estimated by the ultra-
sound system, V is the true maximum velocity, D is the Doppler 
aperture width, L is the depth of the sample volume (equal to 
the focal length for these single-element transducers) and θ is 
the angle between the beam and the direction of motion. Rear-
ranging this equation gives:
V VD
L

 






max
tan1
2

 
(2)
For the maximum velocity Vmeas from the rat and mice, the cor-
rected time-averaged maximum velocity Vcorr is given by equa-
tion 3:
Vcorr = Vmeas · CF  (3)
where the correction factor CF is given by equation 4:
CF D
L

 






1
1
2
tan
 
(4)
The values of D and L were 6 mm and 12.7 mm for the 707B 
transducer and 3 mm and 12.7 mm for the 704 transducer.
Calculation	of	flow	rate
Diameter d was estimated as the average of the minimum dias-
tolic dd and maximum systolic ds diameters:
d d ds d 
2  
(5)
Mean velocity Vm was estimated as half the corrected time-aver-
aged maximum velocity:
V Vm corr 2  
(6)
Finally flow rate Q was estimated as the product of the mean 
velocity and cross-sectional area.
Q V dm 
2
4  
(7)
Results
▼
Correction factor
 ●▶	 Fig. 3 shows the correction factor for the transducers. The 
impact of the correction factor increases with angle. This is 
expected since geometric spectral broadening also increases 
with angle. The measurements were taken at the shallowest 
angle achievable, which was between 50–60 ° in all cases. This 
resulted in a correction factor of between 0.71–0.77, i. e., the 
corrected velocity was between 23–29 % lower than reported by 
the on-board software.
1
0.8
0.6
0.4
0.2
0
0 20 40
Angle (degrees)
Co
rr
ec
tio
n 
fa
ct
or
60 80
Fig. 3 Correction factor as a function of angle for the 704 and 707B 
transducers.
Table 1 Diameter measurements in all arteries; mean (sd).
Diastolic 
diameter 
(mm)
Systolic 
diameter 
(mm)
Mean 
 diameter 
(mm)
Systolic- 
diastolic  
variation ( %)
Rat femoral 0.52 (0.2) 0.55 (0.2) 0.537 (0.2) 6
Rat carotid 0.94 (0.2) 1.06 (0.2) 1.00 (0.2) 13
Mouse carotid 0.44 (0.06) 0.51 (0.06) 0.47 (0.06) 18
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Diameter
 ●▶	 Table 1 shows the measured diameter for each artery. The vari-
ation in diameter during the cardiac cycle was between 6–18 %.
Flow rate
 ●▶	 Fig. 4 shows the data from Series 1 (simultaneous measure-
ments) and Series 2 and 3 (consecutive measurements). The 
highest flow rates were observed in the rat carotid artery in both 
the simultaneous and separate groups. Comparing ultrasound 
and transit-time measurements, the best agreement was 
achieved in the ‘rat carotid separate’ series ( ●▶	 Fig. 5). The poor-
est agreement was seen in the mouse carotid where the transit 
time measurements were a factor of 4 higher than the ultra-
sound measurements.
 ●▶	 Table 2 shows the mean values of flow separated according to 
a number of groupings. Overall there was no statistically signifi-
cant difference (paired t-test) between the flow measured using 
ultrasound and measured using the transit-time flowmeter for 
the ‘separate’, ‘simultaneous’ and ‘rat carotid’ groups. There was 
a difference (p < 0.05) for the ‘rat femoral’ and ‘mouse carotid’ 
groups. The last column shows the data on the difference 
between the flow values in individual animals (median, range) 
which has a large range.
Discussion
▼
Errors in the estimation of the maximum velocity may arise due 
to a poor acquisition protocol. The operator generally attempts 
to reduce velocity errors by setting a low Doppler angle, setting 
the Doppler gain to an appropriate level (a few pixels at white-
out) and obtaining Doppler waveforms with a clearly defined 
outline. For the latter criterion, if there is misalignment of the 
beam and vessel, this will give rise to a Doppler trace with a 
noisy outline. Provided that due care and attention is taken, the 
remaining errors in maximum velocity estimation arise from 
geometric spectral broadening. A previous study has validated 
the method for correcting maximum velocity measurements in 
preclinical ultrasound where it was shown that errors arising 
from geometric spectral broadening reduced from up to 172 % 
to  < 25 % [16].
The Transonic flow data were highly variable during measure-
ments in a single session on a single animal ( ●▶	 Fig. 6). In most 
cases after some probe manipulation, the flow stabilized allow-
ing measurements to be taken. Movement of the probe had a 
significant effect on the recorded flow. Transit-time flow probes 
are reported as having a low position dependency on the meas-
urement of flow (Drost 1978) so that the exact position of the 
vessel within the probe should not be a major factor. It is more 
likely that probe movement caused vessel kinking or spasm 
(though measures were taken to reduce spasm by irrigation with 
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Fig. 4 Flow rates (mean, standard deviation) 
from	the	different	arteries	using	ultrasound	and	
using	the	transit-time	flowmeter.	Data	are	divided	
into a simultaneous measurement, b separate 
measurement.
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Fig. 5 Flow rate in individual rat carotid arteries using ultrasound and 
using	the	transit-time	flowmeter.
Table 2 Flow rate (mean, sd) measured using ultrasound and using a 
transit-time	flowmeter.	The	end	column	shows	the	difference	in	individual	
animals (median, range).
Ultrasound 
flow	 
(ml.min	−	1)
Transit- 
time	flow	
(ml.min	−	1)
p-value Difference		%
Separate (II, III) 4.1 (5.0) 5.6 (3.2) 0.16 137 (11–2 900)
Simultaneous (I) 11.9 (10.0) 7.5 (4.6) 0.24 42 (12–1 450)
Rat femoral 1.00 (0.81) 2.2 (0.6) 0.04 * 138 (21–2112)
Rat carotid 11.8 (7.4) 9.0 (2.3) 0.23 28 (11–178)
Mouse carotid 1.2 (0.6) 5.2 (3.0) 0.04 * 171 (136–2900)
	*	Statistically	significant
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lignocaine). There may also be changes in flow associated with 
changing metabolic demands (e. g., caused by temperature 
changes) and the anesthetic may have had an effect on blood 
flow.
A comparison of ultrasound and Transonic flow measurements 
demonstrated no overall difference when measurements were 
grouped according to ‘separate’ and ‘simultaneous’ protocols. 
When measurements were grouped according to artery and 
species, there was no significant difference for the rat carotid but 
there was a significant difference for the 2 smaller arteries (rat 
femoral and mouse carotid). These findings may simply reflect 
that both ultrasound and Transonic techniques are more reliable 
(and hence agree more) in larger superficial arteries.
A comparison with flow rates from the literature is shown 
in  ●▶	 Table 3, with all data from I, II and III amalgamated. This is 
displayed in terms of range as the data from the literature are 
from different species of animal. For the rat femoral there is 
good agreement between the range of values found in this study 
and the literature. For the rat carotid there is also good agree-
ment, noting that the maximum flow of 24 ml/min measured by 
ultrasound on one animal was much higher than that found in 
the literature. For the mouse carotid there is good agreement 
between the flow measured with ultrasound and that found in 
the literature. However, there is poor agreement between the 
Transonics flow measurements and the literature. The large 
range of values is noted in both published work and our study.
Ideally a flow measurement method is needed which is noninva-
sive and reproducible. Measurement of flow using ultrasound 
does in principle offer this. In practice the ability to obtain high-
quality B-mode and spectral Doppler data varied between arter-
ies and between animals. The best quality data were obtained in 
the rat carotid artery which is reasonably large and close to the 
surface, which are both conditions that help in terms of image 
quality. Obtaining data on the deeper rat femoral artery was 
more difficult. While it was possible to obtain good quality 
image data from the mouse carotid artery, it was not possible to 
obtain any good quality data in the mouse femoral artery. These 
technical issues will undoubtedly influence the accuracy of flow 
rate measured using ultrasound.
Future improvements in image quality and penetration depth 
will lead to better visualization of smaller and deeper arteries, 
allowing more accurate measurement of flow rate using ultra-
sound.
Conclusion
▼
A protocol has been reported for arterial flow measurement in 
preclinical ultrasound based on the measurement of diameter 
and maximum velocity and including correction for velocity 
overestimation due to geometric spectral broadening. The over-
all flow rate was comparable to that measured using a transit-
time approach. An ultrasound-based method is noninvasive and 
does not suffer from problems associated with surgical exposure 
of the artery. Ultrasound measurement of flow is likely to be reli-
able provided good quality data can be obtained from B-mode 
imaging and spectral Doppler.
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Mouse carotid 0.3–1.7 2.5–11 0.4–2.1
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